Influence of a directional coupler’s parameters on the results of forward and reflected power measurements

White Paper

Products:
- R&S®BBA150
- R&S®BBL200

A directional coupler is typically used to make noninvasive measurements of the output power of an amplifier system or the reflected power of a sink such as a load impedance, an antenna or some other device under test (DUT).

The accuracy of the displayed result is highly dependent on the directional coupler’s physical characteristics. We distinguish between quantities that we can determine with test equipment and calibrate out, vs. factors that we cannot influence and which invariably corrupt the measurement result. Such latter factors that highly corrupt power measurements and which cannot be calibrated out include the directivity and isolation of a directional coupler.

This White Paper examines the influence of the frequency response of the directivity on the results of measurements of the forward and reflected power.
Table of contents

1 Introduction .......................................................................................................................... 3

2 Parameters of a directional coupler .................................................................................. 4
   2.1 Influence of the frequency response on the measurement result ........................................... 5
   2.2 Influence of the directivity on the measurement result ............................................................... 6
       2.2.1 Example 1: Directional coupler with good directivity (typ. 1 octave) ..................................... 9
       2.2.2 Example 2: Broadband directional coupler with typical directivity found in EMC measuring systems .................................................................................................................. 10
       2.2.3 Example 3: Two identical directional couplers in series at the output of an amplifier system ........................................................................................................................................... 10
       2.2.4 Example 4: Measurement uncertainty for different VSWR values and directivities in a measuring system .................................................................................................................. 12
   2.3 Rohde & Schwarz directional coupler systems ................................................................. 14
       2.3.1 Example for broadcast transmitters ....................................................................................... 14
       2.3.2 Example for EMC systems ..................................................................................................... 16

3 Formulas ............................................................................................................................. 18

4 Summary ............................................................................................................................... 19
1 Introduction

A directional coupler is typically used to make nonintrusive measurements of the output power of an amplifier system and/or the reflected power of a sink (load impedance, antenna or other DUT) (Fig. 1).

Part of the forward or reflected power is decoupled with a fixed coupling factor and fed to a measuring system.

The accuracy of the displayed result is highly dependent on the physical characteristics of the directional coupler.

In terms of the measurement uncertainty of the results, we must distinguish between quantities we can determine with test equipment and calibrate out vs. other factors that invariably corrupt the measurement result.
2 Parameters of a directional coupler

The following parameters are used to characterize a directional coupler:

- **Coupling, forward:**
  \[ 10 \log \left( \frac{P_{\text{in}}}{P_{\text{forward}}} \right) \]

- **Coupling, reflected:**
  \[ 10 \log \left( \frac{P_{\text{out}}}{P_{\text{reflect}}} \right) \]

- **Directivity:**
  \[ 10 \log \left( \frac{P_{\text{forward}}}{P_{\text{reflect}}} \right) \]

- **Isolation:**
  \[ 10 \log \left( \frac{P_{\text{in}}}{P_{\text{reflect}}} \right) = 10 \left( \log \left( \frac{P_{\text{in}}}{P_{\text{forward}}} \right) + \log \left( \frac{P_{\text{forward}}}{P_{\text{reflect}}} \right) \right) \]

For symmetrical systems, the forward and reflected coupling are identical. The isolation then has the following symmetry:

\[ 10 \log \left( \frac{P_{\text{in}}}{P_{\text{reflect}}} \right) = 10 \log \left( \frac{P_{\text{out}}}{P_{\text{forward}}} \right) \]

Especially for reflected measurements, the result is dependent on the magnitude of the isolation and is thus highly dependent on the magnitude of the directivity.
2.1 Influence of the frequency response on the measurement result

The frequency response of a directional coupler is one of the constant factors that is largely independent of the test configuration (see Figs. 2 and 11 ff.).

The directional coupler’s specified coupling factor is normally valid only for a single frequency. However, it is possible to measure the frequency response of the coupling factor using test equipment (or sometimes it is specified in the data sheet). Since this quantity is constant, the frequency response can be calibrated out or otherwise eliminated as part of a power measurement. It is a constant factor that is independent of the test configuration.

As is conventional with physical systems, the coupling varies at the rate of 20 dB/decade or 6 dB/octave.

If we wish to implement a broadband measuring system, the appropriate frequency response correction must be realized at the test ports for the forward and reflected power. The simplest approach is to use lowpass circuits.

The example here shows the real frequency response of the coupling attenuation without any frequency response compensation.

![Fig. 2: Coupling attenuation vs. frequency for a directional coupler without any frequency response compensation.](image)

Example: Calculation of the coupling attenuation at a different frequency:

\[ a_i(f_2) = a_i(f_1) + 20 \log \left( \frac{f_1}{f_2} \right) \quad \text{für} \quad f_1 \leq f_2 \]
2.2 Influence of the directivity on the measurement result

The factors that highly corrupt power measurements and which cannot be calibrated out include the directivity and isolation of a directional coupler.

Directivity is a fixed (unchangeable) physical system characteristic of a directional coupler. When making power measurements, the test setup that is used also plays a key role.

The measurement uncertainty due to low directivity becomes apparent especially during measurement of the reflected power since the reflected power is generally much lower than the forward power.

Numerical example:

![Diagram of a directional coupler](image)

If our directional coupler had perfect isolation, the return loss of the load would equal the difference between the reflected and forward measurements:

\[ P_r - P_f = -16\, \text{dBm} - 10\, \text{dBm} = -26\, \text{dB} = \text{return loss of load} \]

However, in real-world systems the directivity is finite and it typically causes a substantial measurement error. Since the forward and reflected waves are complex vectors, the phase angle (between the directional coupler and DUT) is just as relevant as the magnitude. The phase angle is determined by the wavelength of the signal and the distance between the load and the directional coupler.
The following figures should help to clarify this situation:

Fig. 4 shows a typical test setup. The DUT and the directional coupler are separated by a distance \( I \) which is typically realized with a coaxial cable that also serves to transform the load impedance.

At the directional coupler’s reflection port, two components are added vectorially:

- The DUT’s input impedance transformed by the phase angle \( \Phi \)
- The vector of the measurement system’s directivity

\[
\overrightarrow{r}_r = \overrightarrow{r}_d + \overrightarrow{r}_{load} e^{-j2\beta}
\]

Fig. 4: Typical test setup.

\( \overrightarrow{r}_r \) = Reflection coefficient at directional coupler's reflection port
\( \overrightarrow{r}_d \) = Directivity of directional coupler
\( \overrightarrow{r}_{load} \) = Reflection coefficient of load / DUT

\( \beta = \frac{2\pi}{\lambda} \) \( \beta \) = Phase coefficient  \( \lambda \) = Wavelength
Fig. 5 shows the correlation.

![Diagram showing vector addition of measurands at the reflection port.]

**Fig. 5:** Vector addition of measurands at the reflection port.

The measurement result at the reflection port is dependent on the magnitude of the load’s reflection coefficient (\( r_{\text{load}} \)) as well as especially on the phase angle \( \Phi = 2\beta_l \) between the directional coupler and the load. It can lie at any point on the circumference of the circle (Fig. 5).

The maximum measured value is attained if the two vectors are in phase (\( \Phi = 0^\circ \)). The minimum measured value occurs if the two vectors are out of phase (\( \Phi = 180^\circ \)).

\[
\begin{align*}
|r_r,_{\text{max}}| &= |r_d| + |r_{\text{load}}| \\
|r_r,_{\text{min}}| &= |r_d| - |r_{\text{load}}|
\end{align*}
\]

From this discussion, it should be clear that for a given directivity, the measurement error increases as the DUT’s reflected power decreases.
2.2.1 Example 1: Directional coupler with good directivity (typ. 1 octave)

Directivity of directional coupler = 34 dB \(\Rightarrow |r_d| = 0.01995\)

Return loss load = -26 dB \(\Rightarrow |r_{load}| = 0.0501\)

Input power = 5 kW \(\Rightarrow\) Expected reflection = 12.6 W

\[
\begin{align*}
|r_{\text{max}}| &= |r_d| + |r_{\text{load}}| = 0.01995 + 0.0501 = 0.07 \Rightarrow -23 \text{ dB} \\
|r_{\text{min}}| &= |r_d| - |r_{\text{load}}| = 0.03015 \Rightarrow -30.4 \text{ dB}
\end{align*}
\]

Measured values: min. = 4.55 W, max. = 25.06 W

Instead of the expected value of 12.6 W, the measured value can assume any value between 4.55 W and 25.06 W.
2.2.2 Example 2: Broadband directional coupler with typical directivity found in EMC measuring systems

Directivity of directional coupler $= 23$ dB $\Rightarrow \left| r_d \right| = 0.0708$

Return loss load $= -2.92$ dB $\Rightarrow \left| r_{\text{load}} \right| = 0.7145 \Rightarrow$ VSWR $= 6$

Input power $= 10$ kW $\Rightarrow$ Expected reflection $= 5105$ W

$|r_{\text{r, max}}| = \left| r_d \right| + \left| r_{\text{load}} \right| = 0.0708 + 0.7145 = 0.7853 \Rightarrow -2.10$ dB

$|r_{\text{r, min}}| = \left| r_d \right| - \left| r_{\text{load}} \right| = 0.6437 \Rightarrow -3.83$ dB

Measured values: min. $= 4144$ W, max. $= 6166$ W

As we might expect due to the worse directivity, the measurement error is relatively large. Instead of the correct value of $5105$ W, a value between $4144$ W and $6166$ W can be displayed.

If we use the directional coupler from Example 2 to measure a small reflection value like in Example 1 ($-26$ dB), a value between a minimum of $2.14$ W and a maximum of $73.11$ W can be displayed instead of the correct value of $12.6$ W.

Since the phase angle to the DUT has different values at different frequencies, the displayed result will also vary as a function of the frequency.

2.2.3 Example 3: Two identical directional couplers in series at the output of an amplifier system

We will now discuss a further practical example which illustrates the dependency of the measurement result on the distance between the directional coupler and the DUT/load.

At the output of our amplifier system, two identical directional couplers are connected in series (Figs. 6 and 10) due to the need for multiple power samples for different test instruments or for monitoring applications.

Since the directional couplers each have a different phase angle to the DUT, they will display different measured values.
As seen in Fig. 7, different measured values (green vectors) are obtained due to the finite directivity and the different phase angle (distance to DUT, blue vector) despite the fact that the reflected wave (red vector) has the same magnitude at both directional couplers.
The following example illustrates this problem:

For the two directional couplers connected in series, the (mechanical) distance between the two reflection ports is assumed to equal 375 mm. If we now compare a measurement at 200 MHz on the two reflection ports, we obtain the following phase difference for the reflected wave:

\[
\Delta \Phi = \frac{2 \pi}{\lambda} \cdot 2 \cdot \Delta l = \frac{300}{\text{MHz}} = 1.5 \text{m}
\]

\[
\Delta \Phi = \frac{2 \pi}{1.5} \cdot 2 \cdot 0.375 = \pi \text{ or } 180^\circ
\]

We expect to find the maximum deviation between the two measured values here since the reflected waves are out of phase on the two reflection ports.

If we now compare a second measurement at 100 kHz, we obtain the following phase difference on the reflection ports:

\[
\Delta \Phi = \frac{2 \pi}{\lambda} \cdot 2 \cdot \Delta l = \frac{300}{\text{MHz}} = 3000 \text{m}
\]

\[
\Delta \Phi = \frac{2 \pi}{3000} \cdot 2 \cdot 0.375 = 0.00157 \text{ or } 0.09^\circ
\]

The measured values at the two reflection ports should not exhibit any significant deviation since the phase difference is only 0.09^\circ (Fig. 7).

This example makes it clear just how much the test setup can impact the measurement result.

### 2.2.4 Example 4: Measurement uncertainty for different VSWR values and directivities in a measuring system

Figs. 8 and 9 below represent a typical case for EMC applications. The expected range of values is shown for a reflection measurement with antenna system matching as follows:

- VSWR = 6 and 1 kW forward power (Fig. 8)
- VSWR = 10 and 1 kW forward power (Fig. 9)

As we can see in Figs. 8 and 9, the results vary widely as a function of the directivity and VSWR.
Influence of a directional coupler's parameters on the results of forward and reflected power measurements

**Fig. 8:** Range of measured values for a reflection measurement with finite directivity, VSWR = 6 and 1 kW forward power.

**Fig. 9:** Range of measured values for a reflection measurement with finite directivity, VSWR = 10 and 1 kW forward power.
2.3 Rohde & Schwarz directional coupler systems

2.3.1 Example for broadcast transmitters

Fig. 10: Directional coupler with two measuring systems and air line connection.

R&S®GD998 - 26 kW UHF directional coupler, frequency range 470 MHz to 862 MHz

Fig. 11: Coupling attenuation –55 dB (blue), directivity < –34 dB (orange).
R&S®GD998 - 42 kW VHF directional coupler, frequency range 170 MHz to 254 MHz

Fig. 12: Coupling attenuation –58 dB (blue), directivity < –40 dB (light blue).
2.3.2 Example for EMC systems

10 kW directional coupler, frequency range 9 kHz to 250 MHz

Fig. 13: Broadband directional coupler, 9 kHz to 250 MHz.

Fig. 14: Coupling attenuation approx. –71 dB and isolation < –98 dB (→ directivity < –27 dB).
Parameters of a directional coupler

1 kW directional coupler, frequency range 80 MHz to 1 GHz

Fig. 15: Coupling attenuation –58 dB @ 1 GHz, directivity < –26 dB.

Fig. 16: Coupling attenuation (blue) approx. –58.7 dB and isolation (red) < –85 dB (→directivity < –26.3 dB).
3 Formulas

Reflection coefficient to VSWR

\[ s = \frac{1 + |r|}{1 - |r|} \quad r \in [-1;1] \quad s \in [1;\infty] \]

VSWR to reflection coefficient

\[ |r| = \frac{s - 1}{s + 1} \quad r \in [-1;1] \quad s \in [1;\infty] \]

Reflection coefficient in dB

\[ a / dB = 20\log|r| \]
4 Summary

This White Paper examined the physical factors that can influence measurements of the reflected power in an amplifier system.

The test setup plays a major role when determining the reflected power.

The directional coupler’s directivity can be used to estimate the expected error when measuring the reflected power. As the magnitude of the directivity decreases, we are able to make more accurate measurements of the power reflected by a DUT.

Since the reflected wave and the finite directivity represent two different vectors, they are added vectorially in the directional coupler’s reflection port (Figs. 5 and 7). Accordingly, the measured value is highly dependent on the phase angle between the directional coupler and the DUT.

The phase angle is determined by the distance between the directional coupler and the DUT as well as by the frequency.

This means that when using directional couplers with finite directivity, each reflected power measurement must be reevaluated in terms of the distance to the DUT as well as the frequency.

This applies especially to test setups with several identical directional couplers connected in series to increase the number of measurement samples available for different test instruments.

As we have discussed, reflected power measurements on a DUT with a constant VSWR should not be expected to produce a constant value on the directional coupler at different frequencies. Instead, the results will fall somewhere in a tolerance band, as illustrated in Figs. 8 and 9.
Rohde & Schwarz

The Rohde & Schwarz electronics group offers innovative solutions in the following business fields: test and measurement, broadcast and media, secure communications, cybersecurity, radiomonitoring and radiolocation. Founded more than 80 years ago, this independent company has an extensive sales and service network and is present in more than 70 countries.

The electronics group is among the world market leaders in its established business fields. The company is headquartered in Munich, Germany. It also has regional headquarters in Singapore and Columbia, Maryland, USA, to manage its operations in these regions.

Regional contact

Europe, Africa, Middle East
+49 89 4129 12345
customersupport@rohde-schwarz.com

North America
1 888 TEST RSA (1 888 837 87 72)
customer.support@rsa.rohde-schwarz.com

Latin America
+1 410 910 79 88
customersupport.la@rohde-schwarz.com

Asia Pacific
+65 65 13 04 88
customersupport.asia@rohde-schwarz.com

China
+86 800 810 82 28 | +86 400 650 58 96
customersupport.china@rohde-schwarz.com

Sustainable product design

- Environmental compatibility and eco-footprint
- Energy efficiency and low emissions
- Longevity and optimized total cost of ownership

This document and the supplied programs may only be used subject to the conditions of use set forth in the download area of the Rohde & Schwarz website.

R&S® is a registered trademark of Rohde & Schwarz GmbH & Co. KG. Trade names are trademarks of the owners.